[Criteria of usefulness for the standardized x-ray diffractometric urinary calculus analysis. Improvement in the quality of urinary calculus analysis by the establishment of uniform methodological assumptions in urinary calculus analysis laboratories. 1].
Urolith analysis by X-ray diffraction is centralized and standardized in the GDR. By setting up uniform methodological conditions the quality of analytical results can be markedly improved. The resulting analytical criteria of usefulness - precision, detection limits and correctness - meet the requirements of diagnostic reliability and guarantee therapeutic relevance.